
Field Evaluation

SensirionNubo



Background
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ÅFrom 12/27/2019 to 02/27/2020, three SensirionNubosensors were deployed at the South 

Coast AQMD stationary ambient monitoring site in Rubidoux and were run side-by-side with 

Federal Equivalent Method (FEM) instruments measuring the same pollutants

ÅSensirionNubo(3 units tested): 

üParticle sensor: optical;non-FEM (model: SPS30, Sensirion)

üEach unit reports: PM1.0and PM2.5(ɛg/m3), temperature (ÁC), RH 

(%), dew point (ÁC)

üPM10 algorithm measurement is currently under development by 

the manufacturer

üUnit cost: $2000 per unit with a yearly SaaS at $500

üTime resolution: 1-min

üUnits IDs: 2A3E, 1743, 051E

Å Met station (T, RH, P, WS, WD), cost: ~$5,000 

ü Time resolution: 1-min

ÅMetOneBAM (reference instrument): 

üBeta-attenuation monitor 

(FEM PM2.5& PM10) 

üMeasures PM2.5 & PM10(ɛg/m3) 

üUnit cost: ~$20,000

üTime resolution: 1-hr

ÅGRIMM (reference instrument): 

üOptical particle counter (FEM PM2.5) 

üMeasures PM1.0, PM2.5, and PM10 (ɛg/m3) 

üCost: ~$25,000 and up

üTime resolution: 1-min



Data validation & recovery
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ÅBasic QA/QC procedures were used to validate the collected data (i.e. obvious outliers, negative values 

and invalid data-points were eliminated from the data-set)

ÅData recovery from units 2A3E, 1743, 051E was ~97% for all PM measurements

SensirionNubo; intra-model variability
ÅAbsolute intra-model variability was ~ 0.21, and 0.33 µg/m3 for PM1.0, and PM2.5,respectively

(calculated as the standard deviation of the three sensor means)

ÅRelative intra-model variability was ~ 1.9% and 2.9 % for PM1.0, and PM2.5,respectively

(calculated as the absolute intra-model variability relative to the mean of the three sensor means)
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Reference Instruments: PM2.5

GRIMM & BAM
ÅData recovery for PM2.5 from FEM GRIMM and FEM BAM was ~ 99.8% and 92.4%, respectively.

ÅStrong correlations between FEM GRIMM and FEM BAM for PM2.5measurements (R2 ~ 0.83) were observed.



SensirionNubovs GRIMM (PM1.0; 5-min mean)
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ÅSensirionNubosensors showed very strong 

correlations with the corresponding GRIMM data 

(R2 ~ 0.96)

ÅOverall, the SensirionNubosensors 

underestimated the PM1.0  mass concentrations as 

measured by GRIMM

ÅThe SensirionNubosensors seemed to track the 

PM1.0diurnal variations as recorded by GRIMM



SensirionNubovs FEM GRIMM (PM2.5; 5-min mean)
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ÅSensirionNubosensors showed very strong 

correlations with the corresponding FEM GRIMM 

data (R2 ~ 0.91)

ÅOverall, the SensirionNubosensors 

underestimated the PM2.5  mass concentrations as

measured by FEM GRIMM

ÅThe SensirionNubosensors seemed to track the 

PM2.5diurnal variations as recorded by FEM 

GRIMM
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SensirionNubovs GRIMM (PM1.0; 1-hr mean)
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ÅSensirionNubosensors showed very strong 

correlations with the corresponding GRIMM data 

(R2 ~ 0.96)

ÅOverall, the SensirionNubosensors 

underestimated the PM1.0  mass concentrations as

measured by GRIMM

ÅThe SensirionNubosensors seemed to track the 

PM1.0diurnal variations as recorded by GRIMM
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SensirionNubovs FEM GRIMM (PM2.5; 1-hr mean)
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ÅSensirionNubosensors showed very strong 

correlations with the corresponding FEM GRIMM 

data (R2 ~ 0.91)

ÅOverall, the SensirionNubosensors 

underestimated the PM2.5  mass concentrations 

as measured by FEM GRIMM

ÅThe SensirionNubosensors seemed to track 

the PM2.5diurnal variations as recorded by FEM 

GRIMM
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SensirionNubovs GRIMM (PM1.0; 24-hr mean)
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ÅSensirionNubosensors showed very strong 

correlations with the corresponding GRIMM data 

(R2 ~ 0.97)

ÅOverall, the SensirionNubosensors 

underestimated the PM1.0  mass concentrations as

measured by GRIMM

ÅThe SensirionNubosensors seemed to track the 

PM1.0diurnal variations as recorded by GRIMM
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SensirionNubovs FEM GRIMM (PM2.5; 24-hr mean)
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ÅSensirionNubosensors showed very strong 

correlations with the corresponding FEM GRIMM 

data (R2 ~ 0.95)

ÅOverall, the SensirionNubosensors 

underestimated the PM2.5  mass concentrations 

asmeasured by FEM GRIMM

ÅThe SensirionNubosensors seemed to track the 

PM2.5diurnal variations as recorded by FEM 

GRIMM
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SensirionNubovs FEM BAM (PM2.5; 1-hr mean)
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ÅSensirionNubosensors showed strong 

correlations with the corresponding FEM BAM 

data (R2 ~ 0.78)

ÅOverall, the SensirionNubosensors 

overestimated the PM2.5  mass concentrations 

when PM2.5  mass concentrations were > 15 

µg/m3 as measured by FEM BAM

ÅThe SensirionNubosensors seemed to track the 

PM2.5diurnal variations as recorded by FEM BAM
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SensirionNubovs FEM BAM (PM2.5; 24-hr mean)
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ÅSensirionNubosensors showed very strong 

correlations with the corresponding FEM BAM 

data (R2 ~ 0.91)

ÅOverall, the SensirionNubosensors 

overestimated the PM2.5  mass concentrations 

when PM2.5  mass concentrations were > 15 

µg/m3 as measured by FEM BAM

ÅThe SensirionNubosensors seemed to track the 

PM2.5diurnal variations as recorded by FEM BAM
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SensirionNubovs South Coast AQMD Met 

Station (Temp; 5-min mean)
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ÅSensirionNubotemperature measurementsshowed 

very strong correlations with the corresponding South 

Coast AQMD Met Station data (R2 ~ 0.94)

ÅOverall, the SensirionNubotemperature 

measurements overestimated the corresponding 

South Coast AQMD Met Station data

ÅThe SensirionNubosensors seemed to track well the 

temperature diurnal variations as recorded by South 

Coast AQMD Met Station


