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SOUTH COAST AIR QUALITY MANAGEMENT DISTRICT

REQUEST FOR QUOTATION (RFQ) FOR Continuous Oxides of Nitrogen AnalyzerS

RFQ #Q2003-15
PURPOSE 

The South Coast Air Quality Management District (AQMD) invites sealed quotes from qualified firms interested in providing Continuous Oxides of Nitrogen Analyzers for the ambient air monitoring network to continuously monitor levels of nitric oxide and nitrogen dioxide in ambient air.  In the preparation of this Request for Quotes (RFQ), the word “Proposer,” “Contractor,” “Vendor,” and “Consultant” are used interchangeably.  

INDEX - The following are contained in this RFQ.


Section I
Background/Information/Schedule of Events


Section II
Participation in the Procurement Process


Section III
Response Submittal Requirements


Section IV
Qualification Evaluation and Selection Criteria


Section V
Request for Quotation


Attachment A
Terms and Conditions



Vendor Data Form


Attachment B
Survey Form

SECTION I:
BACKGROUND/INFORMATION/SCHEDULE OF EVENTS 

The South Coast Air Quality Management District (AQMD) is a regional governmental agency responsible for meeting air quality health standards in Los Angeles and Orange counties and parts of Riverside and San Bernardino counties.

The AQMD has the need to procure Continuous Oxides of Nitrogen Analyzers for the ambient air monitoring network to continuously monitor levels of nitric oxide and nitrogen dioxide in ambient air.

CONTACT PERSON:

Questions regarding the content or intent of this RFQ or on procedural matters should be addressed to:


Procurement Unit

South Coast Air Quality Management District


21865 East Copley Drive


Diamond Bar, CA  91765


(909) 396-3520

Technical questions regarding this RFQ should be addressed to:


Mike Agnew, Principal Air Quality Instrument Specialist


South Coast Air Quality Management District


21865 East Copley Drive


Diamond Bar, CA  91765


(909) 396-2141

SCHEDULE OF EVENTS


April 4, 2003
Release of RFQ


May 6, 2003
RFQ Closes, 2:00 P.M.


May 9, 2003

Quotation Evaluation


June 6, 2003

Governing Board Approval


June 20, 2003
Issue Purchase Order


August 29, 2003
Delivery of Analyzers for Acceptance Testing

SECTION II:

PARTICIPATION IN THE PROCUREMENT PROCESS

A.
It is the policy of the AQMD to ensure that all businesses including minority business enterprises, women business enterprises, disabled veteran business enterprises, and small businesses have a fair and equitable opportunity to compete for and participate in AQMD contracts.

B.
Definitions:


The definition of minority or women business enterprise set forth below is included for purposes of determining compliance with the affirmative steps requirement described in Paragraph F below on procurements funded in whole or in part with U.S. EPA grant funds which involve the use of subcontractors.  The definition provided for disabled veteran business enterprise and local business are provided for purposes of determining eligibility for point or cost considerations in the evaluation process.

1.
"Minority-or-women business enterprise" as used in this policy means a business enterprise that meets all the following criteria:

a.
a business that is at least 51 percent owned by one or more minority persons or women, or in the case of any business whose stock is publicly held, at least 51 percent of the stock is owned by one or more minority persons or women.


b.
a business whose management and daily business operations are controlled by one or more minority persons or women.


c.
a business which is a sole proprietorship, corporation, or partnership with its primary headquarters office located in the United States, which is not a branch or subsidiary of a foreign corporation, foreign firm, or other foreign-based business.

2.
"Minority person" for purposes of this policy, means a Black American, Hispanic American, Native American (including American Indian, Eskimo, Aleut, and Native Hawaiian), Asian-Indian American (including a person whose origins are from India, Pakistan, and Bangladesh), Asian-Pacific American (including a person whose origins are from Japan, China, the Philippines, Vietnam, Korea, Samoa, Guam, the United States Trust Territories of the Pacific, Northern Marianas, Laos, Cambodia, and Taiwan).

3.
"Disabled veteran" as used in this policy is a United States military, naval, or air service veteran with at least 10 percent service-connected disability who is a resident of California.

4.
"Disabled veteran business enterprise" as used in this policy means a business enterprise that meets all of the following criteria:


a.
is a sole proprietorship or partnership of which is at least 51 percent owned by one or more disabled veterans or, in the case of a publicly owned business, at least 51 percent of its stock is owned by one or more disabled veterans; a subsidiary which is wholly owned by a parent corporation but only if at least 51 percent of the voting stock of the parent corporation is owned by one or more disabled veterans; or a joint venture in which at least 51 percent of the joint venture's management and control and earnings are held by one or more disabled veterans.


b.
the management and control of the daily business operations are by one or more disabled veterans.  The disabled veterans who exercise management and control are not required to be the same disabled veterans as the owners of the business.

c. is a sole proprietorship, corporation, or partnership with its primary headquarters office located in the United States, which is not a branch or subsidiary of a foreign corporation, firm, or other foreign-based business.



5.
"Local business" as used in the Procurement Policy and Procedure means a company that has an on-going business within the boundaries of the South Coast AQMD at the time of bid application and performs 90% of the work related to the contract within the boundaries of the AQMD and satisfies the requirements of Paragraph H below.

6. “Small business” as used in this policy means a business that meets the following criteria:

a. 1)
an independently owned and operated business; 2) not dominant in its field of operation; 3) together with affiliates is either:

· A service, construction, or non-manufacturer with 100 or fewer employees, and average annual gross receipts of ten million dollars ($10,000,000) or less over the previous three years, or

· A manufacturer with 100 or fewer employees.

b. Manufacturer means a business that is both of the following:

1) Primarily engaged in the chemical or mechanical transformation of raw materials or processed substances into new products.

2) Classified between Codes 2000 to 3999, inclusive, of the Standard Industrial Classification (SIC) Manual published by the United States Office of Management and Budget, 1987 edition.

7.
"Joint ventures" as defined in this policy pertaining to certification means that one party to the joint venture is a DVBE and owns at least 51 percent of the joint venture.

C.
Under Request for Quotations, DVBEs, DVBE joint ventures, small businesses, and small business joint ventures shall be granted a preference in an amount equal to 5% of the lowest cost responsive bid.  Local businesses (if the procurement is not funded in whole or in part by U.S. EPA grant funds) shall be granted a preference in an amount equal to 2% of the lowest cost responsive bid.

D.
Under Request for Proposals, DVBEs, DVBE joint ventures, small businesses, and small business joint ventures shall be awarded ten (10) points in the evaluation process.  A non-DVBE or large business shall receive seven (7) points for subcontracting at least twenty-five (25%) of the total contract value to a DVBE.  On procurements which are not funded in whole or in part by U.S. EPA grant funds local businesses shall receive five (5) points.

E.

AQMD will ensure that discrimination in the award and performance of contracts does not occur on the basis of race, color, sex, national origin, marital status, sexual preference, creed, ancestry, medical condition, or retaliation for having filed a discrimination complaint in the performance of AQMD contractual obligations.

F.

When contracts are funded in whole or in part by U.S. EPA grant funds and if subcontracts are to be let, the Contractor must comply with the following, evidencing a good faith effort to solicit minority and women owned enterprises.  Contractor shall submit a certification signed by an authorized official affirming compliance with the steps below at the time of proposal submission.  The AQMD reserves the right to request documentation demonstrating compliance with these steps prior to contract execution.

1.
Place qualified small and minority businesses and women’s business enterprises on solicitation lists;

2.
Assure that small and minority businesses, and women’s business enterprises are solicited whenever they are potential sources including advertising at least ten days in advance of the bid in a variety of media directed to minority-and women-owned business audiences;

3.
Divide total requirements, when economically feasible, into smaller tasks or quantities to permit maximum participation by small and minority business, and women’s business enterprises;

4.
Establish delivery schedules, where requirements permit, which encourage participation by small and minority business, and women’s business enterprises; and

5.
Use the services and assistance of the Small Business Administration and the Minority Business Development Agency of the Department of Commerce.

G.
To the extent that any conflict exists between this policy and any requirements imposed by federal and state law relating to participation in a contract by a certified MBE/WBE/DVBE as a condition of receipt of federal or state funds, the federal or state requirements shall prevail.

H.
When contracts are not funded in whole or in part by U.S. EPA grant funds, a local business preference will be awarded.  For such contracts that involve the purchase of commercial off-the-shelf products, local business preference will be given to suppliers or distributors of commercial off-the-shelf products who maintain an on-going business within the geographical boundaries of the AQMD.  However, if the subject matter of the RFP or RFQ calls for the fabrication or manufacture of custom products, only companies performing 90% of the manufacturing or fabrication effort within the geographical boundaries of the AQMD shall be entitled to the local business preference.

I.
In compliance with federal fair share requirements set forth in 40 CFR 35.6580, the AQMD shall establish a fair share goal annually for expenditures covered by its procurement policy.

DISPOSITION:  The AQMD reserves the right to reject any or all quotations.  All materials and documents submitted with the quote will become the property of the AQMD.

SECTION III:

RESPONSE SUBMITTAL REQUIREMENTS

QUOTES -  All quotes must be submitted according to specifications set forth in this RFQ.

SIGNATURE- Quotes must be signed by an authorized representative of the vendor.

DUE DATE - Four (4) complete copies of the quotes must be submitted.  Quotes must be typewritten and submitted in a sealed envelope, plainly marked in the upper, left-hand corner with the name and address of the vendor with the words, “Request for Quotation #Q2003-15". It should be addressed to:



Procurement Unit


South Coast Air Quality Management District



21865 E. Copley Drive



Diamond Bar, CA  91765

Quotes are due no later than 2:00 p.m. on May 6, 2003.  Any corrections or resubmissions of the quote will not be sufficient reason to extend the deadline.

Grounds for rejection:  A quote may be rejected if:


1.
It is received at any time after the exact date and time set for receipt of quotes.


2.
It is not prepared in the format described, or


3.
It is signed by an individual not authorized to represent the firm.

FORMAT - the content and format of the quote will adhere to the specifications listed below.  Failure to follow this format may result in quote disqualification.

1.
The name and address of the vendor must be typed on the title page of the RFQ.  An authorized signature is also required.

2.
Include certification of DVBE status if applicable.

3.
Submit four (4) complete copies of the RFQ response.

SECTION IV:

EVALUATION AND SELECTION CRITERIA

Award will be made to the vendor submitting the lowest cost quotation which is fully responsive to the specifications set forth in the RFQ.  

For purposes of determining lowest cost, cost shall be determined based upon the following factors which comprise the AQMD’s Cost of Ownership:

1) Base price of analyzer.
2) Discount for old analyzer.  The proposer may offer a discount from the unit base price of the proposed analyzer in exchange for receiving a used analyzer (any make, model, age) from the AQMD.  This discount shall be put in absolute dollar terms (not a percentage of base unit price).  The AQMD, at its option, may consider the discount in the cost evaluation; however, the cost evaluation shall be made either with the inclusion of all proposed discounts, or without the inclusion of any proposed discounts.
3) Annual cost of spare parts after warranty expires based on vendor-supplied failure rates for analyzers.  Vendor must supply documentation to support the failure rates quoted.

4) Warranty on analyzer for first year.

5) Training costs.

DVBE’s and small businesses meeting the definition contained in Section II of this RFQ shall receive a preference equal to 5% of the lowest cost responsive quote.  Since the funds for the procurement of the Oxides of Nitrogen Analyzers is partially funded by U.S. EPA grant funds, Section II,C (pertaining to local business) is not applicable and no local business preference will be awarded.  

SECTION V:

RFQ/TITLE PAGE

REQUEST FOR QUOTATION (RFQ) FOR Continuous Oxides of Nitrogen Analyzers

TO:

South Coast Air Quality Management District



21865 E. Copley Drive



Diamond Bar, CA  91765



Attention:  Procurement Manager

The undersigned, having carefully examined AQMD's specifications attached hereto, hereby proposed and agrees to the conditions stated in this quotation.  If this quote is accepted by the AQMD, the undersigned agrees to the conditions as stated.

Company Name_______________________________________________

Company Address_____________________________________________

____________________________________________________________

____________________________________________________________

____________________________________________________________

Authorized by ________________________________________________




(print name)

Authorized Signature__________________________________________

Title_______________________________________________________

Telephone No._______________________________________________

NOTE:  
FOUR (4) COMPLETE COPIES OF RFQ RESPONSE MUST BE



SUBMITTED.
REQUEST FOR QUOTATION #Q2003-15
PROCUREMENT MANAGER

SOUTH COAST AIR QUALITY MANAGEMENT DISTRICT 

	DESCRIPTION


	QTY
	BRAND/MFG./MODEL
	UNIT PRICE

	1. Base price Continuous Oxides of Nitrogen Analyzer--per attached specifications which are an integral part of this Request for Quotation.
2. Discount for old analyzer

3. Net unit price
4. Unit shipping cost (F.O.B. Destination)

5. Unit California Tax (or California Use Fee)

6. Annual unit cost of spare parts after warranty expires


	22

	
	

	Cost of warranty for first year - includes all units

Training cost


	
	
	


COMPLETE DELIVERY WILL BE MADE IN _____________ DAYS FROM RECEIPT OF ORDER.

CASH DISCOUNT ________% IN _________ DAYS.

QUOTATIONS ARE SUBJECT TO ACCEPTANCE AT ANY TIME WITHIN 90 CALENDAR DAYS AFTER OPENING OF QUOTE, UNLESS OTHERWISE STIPULATED.

FIRM NAME

_____________________________________________________

AUTHORIZED SIGNATURE
______________________________________________

DATE


_____________________________________________________

South Coast Air Quality Management District

21865 E. Copley Drive

Diamond Bar, CA  91765-4182

REQUEST FOR QUOTATION (RFQ) FOR Continuous Oxides of Nitrogen Analyzers 

RFQ #Q2003-15
April 4, 2003
GENERAL

These specifications cover the requirements of the South Coast Air Quality Management District for Continuous Oxides of Nitrogen Analyzers for the ambient air monitoring network to continuously monitor levels of nitric oxide and nitrogen dioxide in ambient air.

MANUFACTURER QUALIFICATIONS 
The manufacturer of the instrument offered shall have been engaged for a period of three or more years in the fabrication of Continuous Oxides of Nitrogen Analyzers of the type being sought and shall supply evidence of his/her financial and technical capabilities. The vendor shall supply the names, addresses and phone numbers or point of contact of at least four users of the instrument being offered.

EQUIPMENT AND SERVICES TO BE FURNISHED BY THE VENDOR 

The vendor shall provide with the analyzer the following:

1.
All accessories and specialized tools required for operation and necessary servicing of each analyzer for a period of one year after completion of acceptance testing.

2.
One operating manual for each analyzer, twelve (12) additional operating manuals, twelve (12) service manuals and twelve (12) sets of electronic schematics and flow diagrams.
3.
One (1) copy of the report of calibration by the manufacturer for each analyzer.

4.
Four (4) copies of a complete list of spare parts, including current prices.

5.
A list of vendor's standard rates for time and travel of his/her service personnel.

6.
The vendor shall provide delivery and training schedules within 30 days of contract approval. 

Training 

Vendor shall provide a one-day training to include operation, routine servicing, calibration, repair, and non-routing servicing, using analyzer schematics, flow diagrams and written trouble shooting guidelines.  Training must be itemized in the quoted price.

WARRANTY 

1.
Specifications: The vendor shall provide a written warranty that, for a period of a least one year following its acceptance, each analyzer, including its components, will meet the requirements listed above and will comply with the physical and performance specifications listed hereinafter. If there is a failure of any component or part in any analyzer during the warranty period, the vendor shall agree to replace such component or part at no cost in time to arrive at the South Coast Air Quality Management District within 72 hours of notification of the vendor.

2.
Field Service: In the event a analyzer develops a malfunction which cannot be solved by the application of routine servicing procedures described in the operating and service manual or by replacement of a part supplied under the warranty, the vendor shall agree to place the analyzer into proper operating condition within seven days after the arrival of service personnel or to provide an operational, equivalent analyzer within the same seven-day period for use as a substitute until the original analyzer has been repaired. During the first year following acceptance by the AQMD, the vendor shall agree to make no charge for this service at any location within the jurisdiction of the AQMD and to provide this service in time to comply with the terms of the warranty concerning total operating hours per year.

3.
Spare Parts: The vendor shall agree to supply, on request, spare parts for analyzers for at least ten years following the date of acceptance by the AQMD. The vendor shall agree to place parts vendor manufactured in the hands of the AQMD within 15 days of receipt of the order. In the case of spare parts which the vendor does not manufacture, the vendor shall agree to either of the following: (1) place the parts requested in the hands of the AQMD within 45 days of receipt of the first order and within 15 days of receipt of subsequent orders, or (2) find and identify to the AQMD, within 15 days a convenient, reliable source of supply which will place parts in the hands of the AQMD within 30 days of the receipt of the order.

The vendor shall warrant all replacement parts to be of quality equal or superior to the components in the original analyzers.  Repairs or replacements accomplished under the warranty during the last 90 days of the warranty year shall be further warranted for a minimum period of 90 days following completion of the work or delivery of replacement parts.

The vendor shall agree not to make any unreasonable increases in the prices of spare parts and in no case more than those necessary to offset actual increases in costs of labor and materials. The vendor shall warrant that the price charged the AQMD for spare parts are no higher than the prices charged the vendor’s most favored customer.

As part of the response to this RFQ, vendor shall provide an annual estimated cost of spare parts after expiration on the warranty period. The annual estimated cost shall be based on an anticipated 10-year life and vendor supplied failure rates.  Vendors must provide supporting documentation to substantiate the failure rates quoted.  

ACCEPTANCE TESTING 

The analyzer(s) will be required to pass acceptance testing. Within ten days after the equipment delivery, the acceptance test shall be initiated. The acceptance test shall consist of checking the analyzer for compliance with the requirements listed above and those listed under "PHYSICAL SPECIFICATIONS" and "PERFORMANCE SPECIFICATIONS".  The duration of the acceptance test shall be 30 days minimum and 60 days maximum.  Representatives of the vendor shall have the option, but not the requirement, of setting up the analyzer and making it ready for acceptance testing.

If the analyzer does not meet the specifications listed, the analyzer will be rejected and the vendor will have one opportunity to repair or replace the analyzers to cure all defects. The analyzer will be returned to the vendor freight collect.  If the analyzer fails, except for external causes, within a 30-day period, the vendor shall be given the opportunity to make any necessary corrections or replacements, including the entire analyzer, if necessary, after which another 30-day test shall be initiated.  If, by the end of 70 days after the beginning of the first 30-day test, the analyzer has not met all specifications, including a 30-day period of continuous operation (with allowance for shut-downs due to external causes) followed by compliance with the performance specifications and the acceptance tests, the analyzer shall be rejected and the order canceled.

PAYMENT:

Payment will be made within thirty (30) days after the completion of the acceptance test.

SHIPMENT:

The analyzer ordered, assembled and complete with all accessories, specialized tools, manuals, calibration reports and parts lists, shall be shipped, transportation prepaid, to:

South Coast Air Quality Management District

21865 E. Copley Drive

Diamond Bar, Ca. 91765-4182

Science and Technology Advancement 

Attn.:
Mike Agnew



Principal Air Quality Instrument Specialist



Monitoring & Source Test Engineering Branch

Monitoring & Analysis Division

SPECIFICATIONS

The analyzer will be expected to meet the specifications listed below. Minor deviations to the specifications may be acceptable if the AQMD determines that the performance of the analyzer meets the AQMD’s requirements. Any deviations from these specifications must be listed in detail by the vendor in the space provided or on a separate page.

	Specifications for a Continuous Oxides of Nitrogen Analyzer



	FUNCTIONAL REQUIREMENTS:


	Exceptions or Alternatives (a)


	Principle of Operation
The analyzer shall operate on the principle of the measurement of the chemiluminescence resulting from the reaction of nitric oxide (NO) and ozone. The analyzer must be of a single chamber, photomultiplier tube/semiconductor sensor design and automatically cycle between the NO and total oxides of nitrogen (NOx) modes.  NOx shall be measured by diverting the sample flow through a nitrogen dioxide (NO2) to NO converter that typically uses a heated molybdenum-based material to convert NO2 to NO, without altering the NO that enters the converter. The resultant NO is then reacted with ozone and measured as NOx. The NO2 concentration is determined by electronic subtraction of the NOx reading minus the NO reading. The analyzer shall operate on the 0.0-1.0 ppm range, and shall be an U.S. EPA designated reference or equivalent method for this range.
	


	Specifications for a Continuous Oxides of Nitrogen Analyzer



	Physical and Performance Specifications

	Exceptions or Alternatives (a)



	a. Each analyzer shall have a digital read-out on the front panel that has the capability to continuously display the current concentration of NO, NO2 and NOx in the ambient air.

b. Flow control for both the sample and ozone generator flows shall be by capillary or critical orifice that is maintained in a temperature-controlled environment at a constant temperature to within +/- 1 deg. C.

c. All tubing in each analyzer shall have connections, controls and fittings that are designed for rapid, easy and repeated disassembly and reassembly as may be required for cleaning and repair. All tubing, connections, fittings and controls shall be constructed of materials that will not react with atmospheric or higher concentrations of NO, NO2, ozone or hydrocarbons.  External sample port and exhaust bulkhead fittings must be of type 316 stainless steel 1/4 inch Swagelock - NO EXCEPTIONS. The materials, design and construction of tube fittings shall be such that no leaks will develop as a result of repeated disassembly and reassembly.  All gas handling analyzers and components will be free of leaks.

d. Sample air flowrate and the flowrate through the ozone generator shall be monitored by 


	


	Specifications for a Continuous Oxides of Nitrogen Analyzer



	Physical and Performance Specifications

	Exceptions or Alternatives (a)


	flowmeters/indicator constructed of non-reactive materials. Each flowmeter/indicator shall be mounted on the front panel of the instrument.

e. Each analyzer shall be equipped with an externally mounted dryer with visible indicator of effectiveness, to provide dry air to the ozone generator.

f. Each analyzer shall be equipped with temperature sensors to be able to perform automatic continuous temperature correction.

g. Each analyzer shall be equipped with an RS-232 data communications port.  The proposer may propose, in addition, as an option, an Ethernet data communications port.
h. Each analyzer shall be equipped with a replaceable or rechargeable molybdenum-based converter.

i. Each analyzer shall display a label or sticker indicating the reference designation number assigned by the U.S. EPA to show that the instrument is acceptable for use in air quality surveillance analyzers by U.S. EPA.

j. All components in each analyzer shall be mounted so that they can be easily and quickly serviced, removed and installed.  All units and subunits shall be interchangeable and shall be of modular construction.

k. Each analyzer shall be equipped with a internal particulate filter to remove any particulate matter from the ozone generator air, that may adversely affect the operation of the ozone generator or the analyzer, and a sample inlet filter that is easily accessible for routine changing of filter media.
.      
	


	Specifications for a Continuous Oxides of Nitrogen Analyzer



	Physical and Performance Specifications

	Exceptions or Alternatives (a)


	l. The reaction chamber in each analyzer shall be designed to permit cleaning without exposing the photomultiplier tube (PMT)/semiconductor sensor to external light or allowing outside air to enter the PMT cooler.
m. The analyzer shall have an external pump that maintains the operating vacuum within +/- 0.5 inches of mercury of the original set point, and that does not need replacement or repair for a minimum of 18 months of continuous use.  The parts and surfaces of the pump that are in contact with the exhaust gas from the reaction chamber shall not be subject to damage by exposure to ozone.  The use of an expendable scrubber between the reaction chamber and a less resistant pump is not an acceptable alternative.
n. The pump vacuum or sample flow shall be monitored and the diagnostics shall include a fixed or user-settable alarm that identifies when the vacuum or flow is out of specification.   to 
o. Leak Test Procedures must be clearly detailed and acceptable limits clearly established, i.e. leak must be less than 5 cc/min.

p. Rack Mount: with slides and brackets that are necessary for mounting in 19” wide by 25” deep instrument rack.

q. Power Requirements:  105 - 125 VAC, 60 Hz, less than 400 watts.
r. Weight: Not to exceed 60 pounds.


	


	Specifications for a Continuous Oxides of Nitrogen Analyzer



	Physical and Performance Specifications

	Exceptions or Alternatives (a)


	PERFORMANCE SPECIFICATIONS:

a. Full Scale Range:  0 - 1.0 ppm (U.S. EPA reference or equivalent method).  
b. The lower detectable limit of each analyzer shall be equal to or less than 0.5 ppb.

c. The precision of each analyzer shall be equal to or better than +/- 1% full scale.

d. Linearity of each analyzer shall be equal to or better than +/- 1% full scale.

e. The span (at 80% of full scale) response of each analyzer shall not drift more than +/- 1%of full scale in 24 hours or more than +/- 2% in  one week.

f. The zero response of each analyzer shall not drift more than +/- 1.0 ppb in 24 hours.

g. The noise exhibited by each analyzer shall be less than 0.20 ppb when sampling zero air and less than 1% of reading at a span value of 80 % of scale (60 second time averaging).

h. Each analyzer shall be equipped with a diagnostic test function which display analyzer operating parameters on the front panel digital display. The parameters displayed shall include (but not limited to):

i. Reaction Chamber Temperature (deg C.)

ii. Converter Temperature

iii. Cooler Temperature

iv. Inside Chassis Temperature

v. Converter Efficiency

vi. Zero Factor

vii. Span factor

viii. Averaging Time

ix. NO and NOx background levels
x. Reaction chamber vacuum or sample flow rate

	


	Specifications for a Continuous Oxides of Nitrogen Analyzer



	Physical and Performance Specifications

	Exceptions or Alternatives (a)


	i. Diagnostic information shall be available through an RS-232 serial communications port.  Vendor shall provide software necessary to facilitate access to diagnostic information from a personal computer using MS-Windows (98, 2000, XP) operating system.

j. Operating Temperature Range:  15 - 35 deg. C.  The analyzer shall meet all performance specifications when operated in this temperature range.

k. A +/- 5 deg. C change in ambient temperature within operating temperature range shall not cause the analyzer to fail drift (zero and span), linearity, and noise performance specifications.
l. Safe Operating Temperature Range:  5 - 40 deg. C.  The analyzer shall not suffer any damage or require extraordinary maintenance when operated within this range.
m. Each analyzer shall be unaffected by normal vibration associated with air monitoring instrument operation and vibration of normal transport.
n. The instrument shall meet all performance specifications when operated at any elevation between sea level and 8000 feet.


	


ATTACHMENT  A

TERMS AND CONDITIONS

TERMS AND CONDITIONS

1.  Cash Discount   Cash discount period will be computed either from the date of delivery and acceptance of the goods ordered or the date of receipt of correct and proper invoices, prepared in accordance with the terms of the purchase order, whichever is later.

2.  Sales or Use Taxes   Unless otherwise definitely specified, the prices quoted herein do not include sales or use

taxes.

3.  Transportation Charges   No charges for transportation, unloading, containers, packing, etc., will be allowed unless specified in vendor’s quotation.

4.  Infringement Indemnity   Vendor shall defend at its expense any suit against the District based on a claim that any item furnished under this agreement  or the normal sale thereof infringes any United States  Letters Patent  or copyright and shall pay costs and damages finally awarded in any such  suit provided Vendor is notified in writing of the suit and given authority, information, and assistance at Vendor’s expense for defense of same if the use of said item is enjoined as a result of such suit.  Vendor at no expense to District  shall obtain for District the right to use and sell  said item or shall substitute an equivalent item acceptable to District and extend this patent indemnity thereto.

5.  Force Majeure   Neither District nor Vendor shall be liable or deemed to be in default for any delay or failure in performance under this agreement or interruption of services resulting, directly or indirectly, from acts of God, civil or military authority, acts of public enemy, war, strikes, labor disputes,  shortages of suitable parts, materials, labor or transportation, or any similar cause beyond the reasonable control of District or Vendor.

6.  Non-Discrimination   In the performance of this agreement , Vendor shall not discriminate in recruiting, hiring, promotion, demotion, or termination practices on the basis of race, religious creed, color, national origin, ancestry, sex, age, or physical or mental disability and shall comply with the provisions of the California Fair Employment & Housing Act (Government Code Section 12900 et. seq.), the Federal Civil Rights Act of 1964 (P.L. 88-352) and all amendments thereto, Executive Order no. 11246 (30 Federal Register 12319), and all administrative rules and regulations issued pursuant to said Acts and Order.  Vendor shall likewise require each subcontractor to comply with this paragraph and shall include in each subcontract language similar to this paragraph.

7. Federal, State, and Local Laws   Vendor warrants that in the performance of this agreement  it shall comply with all applicable Federal, State and local laws and ordinances and all lawful orders, rules and regulations thereunder.

8.  Assignments and Subcontractors   Neither this agreement or any interest herein nor claim hereunder may be assigned by Vendor voluntarily or by operation of  law, nor may all or substantially all of this agreement be further subcontracted by Vendor without the prior written consent of District .  Consent by District shall not be deemed to relieve Vendor of its obligations to comply with the requirements  hereof.

9.  Indemnification    Vendor agrees to hold harmless, indemnify, and defend District, its officers, employees, agents, representatives, and successors-in-interest against any and all loss, damage, cost, or expenses which District, its officers, employees, agents, representatives, and successors-in-interest may incur or be required to pay by reason of any injury or property damage caused or incurred by Vendor, its employees, contractors, or agents in the performance of this agreement.

10.  Termination    In the event Vendor fails to comply with any term or condition of this   agreement, or fails to provide the supplies or services in the manner agreed upon by the parties, this failure shall constitute a breach of the agreement.  District at its sole discretion  shall either notify the Vendor that it must cure this breach within  fifteen (15) days  of notice of breach or provide written notification of its intention to terminate this agreement.   District reserves the right to terminate this agreement for its convenience and will reimburse Vendor for actual costs incurred in performance of this agreement through the effective date of termination.   Upon receipt of  notice of termination, Vendor shall immediately take action not to incur any further obligations, cost, or expenses except as may be reasonably necessary to termination activities.  All finished or unfinished materials procured or produced by Vendor hereunder shall, at the option of District, become District property upon the date of such termination.

11.  Changes  By written notice , District may, from time to time, order work suspension or make changes in quantities, drawings, specifications, place of delivery or delivery schedules, methods of shipment and packaging and/or property and services to be furnished by District.  If a change causes an increase or decrease in the price of this agreement or in the time required for its performance, Vendor shall promptly notify District and assert its claim for adjustment within thirty (30) days after the change is ordered and an equitable adjustment shall be made to the agreement.  However, nothing in this clause shall excuse Vendor from proceedings immediately with the agreement as changed.

12.  Title and Risk of Loss  Unless otherwise provided in this agreement, Vendor shall have title to and bear the risk of any loss of or damage to items purchased hereunder until they are delivered in conformity with this agreement at the F.O. B. point specified herein.   Upon such delivery, title shall pass from Vendor to District and Vendor’s responsibility for loss or damage shall cease, except for loss or damage resulting from Vendor’s negligence.  Passing of title upon such delivery shall not constitute acceptance of the item by the District.

13.  Inspection and Acceptance   All items are subject to final inspection and acceptance by District at destination notwithstanding any payment or prior inspection at Vendor’s facilities.  Final inspection will be made within a reasonable time after receipt of items hereunder.

14.  Payment  Unless otherwise provided in this agreement, terms are net 30 days.

ATTACHMENT  B

SURVEY FORM

SOUTH COAST AIR QUALITY MANAGEMENT DISTRICT

CONTRACT/PROCUREMENT ADVERTISING

SURVEY FORM

Please help us improve our business opportunity outreach by completing this survey form.  The information will be used to help us determine the effectiveness of South Coast Air Quality Management District Advertising Program. Information you provide to us on this form will assist AQMD in improving its business outreach efforts and will not be used in evaluating the merits of any Request for Proposal or Request for Quotation  (RFP/Q) submitted to AQMD.  Please complete the survey form and return with your proposal or quotation.  However, if you do not submit a proposal or quotation,  please  return completed survey form to: AQMD, 21865 E. Copley Drive, Diamond Bar, CA  91765,  Attn.:  Purchasing

COMPANY___________________________________________________________

STREET ADDRESS____________________________________________________

CITY___________________________STATE_____________ZIP________________

CONTACT PERSON____________________________________________________

TELEPHONE NO.______________________________________________________

HOW DID YOU HEAR ABOUT THIS RFP/Q?

NEWSPAPER





YES___________


NO___________


Name of Newspaper ___________________________________________________
RADIO/T. V.



YES___________


NO___________

INTERNET



YES___________


NO___________

AQMD’s MAILING


YES___________


NO___________

AQMD’s 24 HR BID HOT LINE
YES___________


NO___________

COMMUNITY ORGANIZATION
YES___________


NO___________

Name of Community Organization _______________________________________

OTHER______________________________________________________________

Which newspapers do  you  read to find business opportunities of interest to your firm?___________________________________________________________


______________________________________________________________
RETURN TO PURCHASING

AQMD, 21865 E. Copley Drive, Diamond Bar, CA  91765

form-1 May 1997

ATTACHMENT  C

ANY ADDITIONAL DOCUMENTS AS NEEDED PLACED HERE
